
MANUAL

MAN-05

MANUAL

Digital caliper
Zeroing, measuring and caring for the 6 inch digital caliper with stainless steel jaws.

Instruments covered

Digital caliper

Getting started

The caliper runs on 1 coin cell battery. Turn it on and choose inch or mm.

Zeroing

1. Wipe the jaws clean.

2. Close the jaws fully.

3. Press zero. The display reads 0.0000 inch or 0.00 mm.

Taking a measurement

Outside: close the large jaws on the part, square to its face.

Inside: open the small jaws inside the bore.

Depth: rest the end of the beam on the face and slide the depth rod down.

The range is 0-6 inch (0-150 mm), the resolution is 0.0005 inch (0.01 mm) and the accuracy is +/-0.001

inch (0.02 mm).

Care

The caliper is rated IP54. Keep it dry and wipe off coolant after use.

Store it in its case with the jaws slightly open.

Remove the battery before long storage.

Warranty and support

Instruments carry a 12 month warranty against defects in materials and workmanship from the delivery

date. For help, use the Contact page and include the model.
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